[Systems approach to the development of equipment provision for roentgenological research].
A systemic approach to the X-ray out fits allowed 3 levels of the roentgen-diagnostic process to be singled out, viz. the lower with the data the data "normally--anormality", the medium, with a tentative conclusion and the highest, with an authentic diagnosis at the output end. The levels may be characterized by formulas reflecting the number of inputs, processes (methods) and outputs. The optimal roentgenological facilities should be in keeping with the diagnostic levels formulas. The prospects for improving the facilities involve a systemic approach to the development of equipment and an integration on this basis of the investigation methods, both horizontally (within the framework of roentgenology) and vertically (outside roentgenology).